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§493.927

program must compare the labora-
tory’s response with the response that
reflects agreement of either 80 percent
of ten or more referee laboratories or
80 percent or more of all participating
laboratories. The proficiency testing
program must indicate the minimum
concentration, by method, that will be
considered as indicating a positive re-
sponse. The score for a sample in syphi-
lis serology is the average of scores de-
termined under paragraphs (b)(2) and
(b)(3) of this section.

(2) For quantitative syphilis tests,
the program must determine the cor-
rect response for each method by the

Number of acceptable responses for all challenges

42 CFR Ch. IV (10-1-10 Edition)

distance of the response from the tar-
get value. After the target value has
been established for each response, the
appropriateness of the response must
be determined by using fixed criteria.
The criterion for acceptable perform-
ance for quantitative syphilis serology
tests is the target value +1 dilution.

(3) The criterion for acceptable per-
formance for qualitative syphilis serol-
ogy tests is reactive or nonreactive.

(4) To determine the overall testing
event score, the number of correct re-
sponses must be averaged using the fol-
lowing formula:

Total number of all challenges

[67 FR 7151, Feb. 28, 1992, as amended at 58
FR 5229, Jan. 19, 1993; 68 FR 3702, Jan. 24,
2003]

§493.927 General immunology.

(a) Program content and frequency of
challenge. To be approved for pro-
ficiency testing for immunology, the
annual program must provide a min-
imum of five samples per testing event.
There must be at least three testing
events at approximately equal inter-
vals per year. The annual program
must provide samples that cover the
full range of reactivity from highly re-
active to nonreactive. The samples
may be provided through mailed ship-
ments or, at HHS’ option, may be pro-
vided to HHS or its designee for on-site
testing.

(b) Challenges per testing event. The
minimum number of challenges per
testing event the program must pro-
vide for each analyte or test procedure
is five. Analytes or tests for which lab-
oratory performance is to be evaluated
include:

Analyte or Test Procedure

Alpha-1 antitrypsin

Alpha-fetoprotein (tumor marker)
Antinuclear antibody

Antistreptolysin O

Anti-human immunodeficiency virus (HIV)
Complement C3

Complement C4

%100 = Testing event score

Hepatitis markers
HBeAg)

IgA

IgG

IgkE

IgM

Infectious mononucleosis
Rheumatoid factor
Rubella

(HBsAg, anti-HBc,

(¢c) Evaluation of a laboratory’s analyte
or test performance. HHS approves only
those programs that assess the accu-
racy of a laboratory’s responses in ac-
cordance with paragraphs (c)(1)
through (5) of this section.

(1) To determine the accuracy of a
laboratory’s response for quantitative
and qualitative immunology tests or
analytes, the program must compare
the laboratory’s response for each
analyte with the response that reflects
agreement of either 80 percent of ten or
more referee laboratories or 80 percent
or more of all participating labora-
tories. The proficiency testing program
must indicate the minimum concentra-
tion that will be considered as indi-
cating a positive response. The score
for a sample in general immunology is
either the score determined under
paragraph (c)(2) or (3) of this section.

(2) For quantitative immunology
analytes or tests, the program must de-
termine the correct response for each
analyte by the distance of the response
from the target value. After the target
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value has been established for each re-
sponse, the appropriateness of the re-
sponse must be determined by using ei-
ther fixed criteria or the number of
standard deviations (SDs) the response
differs from the target value.

Criteria for Acceptable Performance

The criteria for acceptable perform-
ance are—

Criteria for acceptable per-

Analyte or test formance

Alpha-1 antitrypsin .................

Alpha-fetoprotein (tumor
marker).

Antinuclear antibody ..............

Target value 3 SD.
Target value +3 SD.

Target value +2 dilutions or
positive or negative.

Target value 2 dilution or
positive or negative.

Reactive or nonreactive.

Antistreptolysin O ..................

Anti-Human Immuno-
deficiency virus.
Complement C3 ........ccceceveeene

Target value +3 SD.

Number of acceptable responses for the analyte

§493.931

Criteria for acceptable per-

Analyte or test formance

Complement C4 ........ccccceueeee
Hepatitis (HBsAg, anti-HBc,

Target value +3 SD.
Reactive (positive) or non-

HBeAg). reactive (negative).
IgA ... Target value +3 SD.
IgE ... Target value +3 SD.

1gG ...
IgM ... .
Infectious mononucleosis ......

Target value +25%.

Target value +3 SD.

Target value *2 dilutions or
positive or negative.

Target value +2 dilutions or
positive or negative.

Target value +2 dilutions or
immune or nonimmune or
positive or negative.

Rheumatoid factor .................

Rubella ........ccocovvvviniiiiiis

(3) The criterion for acceptable per-
formance for qualitative general im-
munology tests is positive or negative.

(4) To determine the analyte testing
event score, the number of acceptable
analyte responses must be averaged
using the following formula:

_ Analyte score for

Total number of challenges for the analyte

(5) To determine the overall testing
event score, the number of correct re-

Number of acceptable responses for all challenges

~ the testing event

sponses for all analytes must be aver-
aged using the following formula:

Total number of all challenges

[67 FR 7151, Feb. 28, 1992, as amended at 58
FR 5229, Jan. 19, 1993; 68 FR 3702, Jan. 24,
2003]

§493.929 Chemistry.

The subspecialties under the spe-
cialty of chemistry for which a pro-
ficiency testing program may offer pro-
ficiency testing are routine chemistry,
endocrinology, and toxicology. Specific
criteria for these subspecialties are
listed in §§493.931 through 493.939.

§493.931 Routine chemistry.

(a) Program content and frequency of
challenge. To be approved for pro-
ficiency testing for routine chemistry,
a program must provide a minimum of
five samples per testing event. There
must be at least three testing events at

%100 = Testing event score

approximately equal intervals per year.
The annual program must provide sam-
ples that cover the clinically relevant
range of values that would be expected
in patient specimens. The specimens
may be provided through mailed ship-
ments or, at HHS’ option, may be pro-
vided to HHS or its designee for on-site
testing.

(b) Challenges per testing event. The
minimum number of challenges per
testing event a program must provide
for each analyte or test procedure list-
ed below is five serum, plasma or blood
samples.

Analyte or Test Procedure

Alanine aminotransferase (ALT/SGPT)
Albumin
Alkaline phosphatase
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